[Experimental studies of the danger of ignition of tubes during endolaryngeal microsurgery with the laser].
Experiments on the ignition-risk of tubes used during endolaryngeal laser surgery are reported. The mechanism of the laser as an ignition source is explained. The materials were tested as to their inflammability.